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Remove CONTOUR test strip and 
  meter turns off.

Share your Trends and Data with 
your healthcare professional.

Plug-in to view your 
blood sugar results.
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Before Meal

Reminder

Notes

10:30 AM 3/11

Optional: Set Reminder or Notes. 1010

QUICK REFERENCE GUIDE

USES BAYER’S CONTOUR®

BLOOD GLUCOSE TEST STRIPS

5.2No Mark

Before Meal

After Meal

AUTOLOG

AP
PL

Y 
BL

OO
DTouch the tip of the 

CONTOUR test strip 
to the blood 
drop.

77

Hold lancing device against site 
and press button.

66

Insert CONTOUR test strip to 
  turn on meter.

55

Dial to desired lancing depth. 44

Insert the lancet firmly to cock the
 device and twist off lancet cap.
         Replace the endcap.

33

Wash hands 
and dry
thoroughly.

22

Before first use, plug meter into 
your computer’s USB port to charge 
and set up. Computer
must be on. Once
charged, remove
meter to test.

11

88Select     Before Meal or
   After Meal.

After selection, your test result is 
displayed.

99

BLOOD GLUCOSE 
MONITORING SYSTEM

See your CONTOUR® USB User Guide,
MICROLET®2 Insert and GLUCOFACTS® DELUXE 

Quick Start Guide for full instructions.

Call 1-800-268-7200 with any questions 
or visit www.bayerdiabetes.ca.

MICROLET® 
Lancet

MICROLET®2 
Lancing Device

CONTOUR® 
Test Strip

CONTOUR® USB 
Meter

Manufactured for:
Bayer HealthCare LLC
Mishawaka, IN 46544 USA

81732885               Rev. 8/09

Reminder

NotesBefore Meal
5.2
10:30 AM 3/11

CAUTION: The lancing device is intended for use 
by a single patient.
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Bayer and Bayer Cross are 
registered trademarks of Bayer AG, 
CONTOUR, GLUCOFACTS, MICROLET 
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